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Background 

MR-guided cardiac electrophysiological (EP) ablations 
has drawn increasing attention from both the MRI and 
EP communities, as high-contrast MR images provide 
images that couple anatomical information with lesion 
efficacy [1]. Catheter manipulation can be challenging 
for cardiac electrophysiologists as conventional electroa- 
natomical maps, frequently include false space. Perfora- 
tion of heart vessels and chambers by catheters is an 
uncommon, but devastating, complication during EP 
procedures arising from either excessive force or vapori- 
zation of tissue. Ultimately, these complications arise 
from an inability to adequately determine catheter-tissue 
Contact Force (CF) at the catheter tip [2]. Accurate 
catheter temperature control is of importance during EP 



Radiofrequency Ablation (RFA) for determining lesion 
efficacy. We hypothesized that a novel optical sensor 
design, attachable to a conventional ablation catheter, 
could allow simultaneous CF and temperature monitor- 
ing, providing useful information to the EP physician 
during the procedure. 

Methods 

An optical Fiber Bragg Grating (FBG) sensor was made 
MR-conditional and installed at the tip of a non-magnetic 
8 French EP catheter from St Jude Medical Inc. The FBG 
sensor was made from an optical fiber, and the sensing 
signals were transmitted to a measurement setup outside 
the MRI scanner (Figure la). The Wavelength (WL) of 
light being reflected by the sensor to the measurement 
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Figure 2 (a) Measured CF profile during perforation by a catheter instrumented with the FBG sensor. CF reaches a maximum of 504.5 
grams and drops significantly before and after perforation, (b) FBG-measured temperature. 



equipment depends on the CF and heating that were 
applied on the catheter tip. The relationship between WL 
and CF was calibrated with different levels of force that 
caused catheter deflection and finally perforated an ex-vivo 
right atrium (Figure lb). While the relationship between 
WL and temperature was calibrated on a temperature 
water bath from 20°C to 80°C with an increment of 10°C 
per step. Based on the model of compensation between 
the calibrated CF and temperature [3], both measurements 
were deduced simultaneously [4] . 

Results 

Figure 2a depicts the FBG-measured force profile where 
the right atrium was perforated by the catheter at 504.5 
grams. Figure 2b shows the FBG-measured temperatures 
aligned with the control temperatures (error < 1.5°C). 
Both measurements provide useful information for moni- 
toring EP RFA procedure. The catheter FBG sensor unit 
caused < 5% reduction of Signal to Noise Ratio (SNR) in 
images taken at 3T MRI, ensuring its compatibility. 

Conclusions 

Simultaneous force and temperature monitoring based on 
the proposed FGB-based sensor design provided useful 
monitoring in MRI-guided EP therapies. 
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